The overlooked, retained Double J stent.
A series of 4 patients with long overlooked, retained ureteral stents is presented to illustrate the variable, unpredictable, and at times, hazardous course of such patients. These cases are cited to re-emphasize the need for careful documentation, observation, and follow-up of patients in whom stents are placed.